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RG104 E-1 Box 130 


NARA RG104, Entry 1, Box 130 


[Abstract:] The Troy platform scale worn out & should be sold. 1219 


Mint of the United States at Philadelphia, Pa., 
Superintendent’s Office, 
December 19, 1883 


Sir 


I have the honor to report that in testing the scales of the Mint I find the Troy platform — 
scale worn out and would recommend that it be disposed of as it is of no service in the Mint. 


Very respectfully, 
Ellis Pugh 
Adjuster of Scales 


Hon. A. Loudon Snowden 
Superintendent. 


